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Notes
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1) Differs according to balance
model. You will find detailed
information in section 3.5 of
the operating instructions.

2) You will find detailed informa-
tion on the vibration and
weighing process adapters
and the repeatability in sec-
tion 4 of the operating instruc-
tions.

3) Select appropriate setting
with:

4) By means of a flashing
«Cal» in the display, the ba-
lance prompts you to
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Short-form operating instructions PG/SG balances
For detailled information see operating instructions
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