
Traceable connection

Calibration execution

Traceability Chart Unit of Mass 
Calibration Laboratory SCS 0032, Switzerland

Weight Standard Calibration Bodies

BIPM
International Prototype  

Kilogram, 1 kg

METAS, PTB
National Prototype Kilogram 

1 kg (No. 4, No. 2)

METTLER TOLEDO
Reference Standard 

1 mg - 50 kg (No.15)

METTLER TOLEDO
Reference Standard 

1 kg (No. 16)

METTLER TOLEDO
Working Standards 

1 mg - 50 kg
(No. B,D,V***, W,Z)

METTLER TOLEDO
Reference Standard 

1 kg (No. 15)

METTLER TOLEDO
Reference Standard 

1 mg - 50 kg (No. 16)

METTLER TOLEDO
Reference Standard 

500 g - 1 kg (No. 17)

BIPM
Bureau International des 

Poids et Messures

METAS, PTB

METTLER TOELDO
Accredited calibration 
laboratory SCS 0032 

(internal lab calibration)

METTLER TOLEDO
Accredited calibration 
laboratory SCS 0032 

8606 Greifensee 
Switzerland

METTLER TOLEDO
Working Standards 

1 kg - 20 kg (No. M)

Customer 
Test Weights
OIML class E1

Customer 
Test Weights

OIML classes E2 ~ M3

Customer 
Test Weights

OIML classes M1 ~ M3
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