








Prüf- und Zertifizierungsstelle

ZFjLl.4EI

l.Supplement
(Supplement according to Ec-Directive 94/9 Annex lll letter 6)

to EC-type-examination Certificate

ZELM OO ATEX OO32

pH Transmitter Type pH 21qle FF

Mettler-Toledo GmbH

lm Hackacke. 15, CH - 8902 Udort

Dqscriotion of suoolement

The pH Transmitter Type pH 2100 PA was extended by the pH Transmitter Type pH 21OOe FF with
Foundation Fieldbus communication interface.

The type of protection, the electrical and all further data of the device remain unchanged.
The Foundation Fieldbus version oJ the Transmitter may be manufactured in future in consideration of
this supplement.

References:
The Operating Inslructions has to be considered.

Report No.: ZELM Ex 1010417314

Special conditions tor safe use

not applicable

Essential Heallh and Saletv Reouirements

met by adherence to the standards

EN 50 014: 1997+A1+A2 EN 50 020: 1994

Zertifizierungsstetle ZELM EX Braunschweig, October 04, 2004

Equipment:

Manufacturer:

Address:

&
Dipl.-lng. Haral
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Eo-typeexamination Certificat6 withod signalure and stamp are not valid. The certificdes may only be qirculated
without alteration. Extracts or Elterations are subject to approval by the Prüt- und Zertilizierungsstelle ZELM Ex.

This English version is based on the German text. In the cas€ ot dispute, the German t€xt shall prevail-
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