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Information for InSUS fiber optic cable – Order number 30 020 711

Information zum InSUS Lichtwellenleiterkabel – Bestellnummer 30 020 711

Informations pour le câble de fibre optique InSUS – Numéro de commande 30 020 711

Sensor InSUS 607 Sensor connector and adapter Mounted adapter

Important:  The enclosed adapter must be used, if this fiber optic cable is connected to sensors of the type InSUS 607.  
 Mount the adapter – as shown in the photos – on the sensor end of the cable.
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Sonde InSUS 607 Connecteur de la sonde et l‘adaptateur Adaptateur monté

Important :  L‘adaptateur fourni doit être utilisé, si ce câble de fibre optique est relié à des capteurs du type InSUS 607.  
 Montez l‘adaptateur – comme le montre les photos – à l‘extrémité de la sonde du câble.

InSUS 607 Sensor Sensorstecker und Adapter Montierter Adapter

WICHTIG:  Der beigelegte Adapter muss verwendet werden, wenn dieses Lichtwellenleiterkabel an Sensoren des Typs  
 InSUS 607 angeschlossen wird. Montieren Sie den Adapter – wie auf den Fotos gezeigt – auf den Sensorstecker   
 des Kabels.
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